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Title: Current Draw Box 




This simple little box helps measure current draw on a module using a multimeter 

The DPDT switch opens one rail for measurement while simultaneously closing the other 
rail to power the module 

Power connections are made using Amm Banana Sockets for maximum compatibility 
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